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f^ ■ The detector for the MiniBooNE [1] experiment at the Fermi National Accelerator 

^D . Laboratory employs 1520 8 inch Hamamatsu models R1408 and R5912 photomul- 

tiplier tubes with custom-designed bases. Tests were performed to determine the 
dark rate, charge and timing resolutions, double-pulsing rate, and desired operat- 
S^ . ing voltage for each tube, so that the tubes could be sorted for optimal placement 

in the detector. Seven phototubes were tested to find the angular dependence of 
their response. After the Super-K phototube implosion accident, an analysis was 
performed to determine the risk of a similar accident with MiniBooNE. 
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1 Introduction 



The MiniBooNE experiment [1] is a z/^ — > z/g oscillation search at Fermi Na- 
tional Accelerator Laboratory designed to confirm or rule out the LSND sig- 
nal [2]. The Fermilab Booster accelerates protons to 8 GeV; these protons 
strike a beryllium target, generating mesons which decay to produce the Mini- 
BooNE u^ beam. The neutrinos interact in a 12 m diameter sphere filled with 
mineral oil of food-grade purity, and the Cerenkov light from charged par- 
ticles produced in these interactions is detected by 8 inch Hamamatsu [3] 
photomultiplier tubes (PMTs) lining the sphere. There are 1280 PMTs in 
the light-tight inner signal region: 956 are Hamamatsu model R1408, inher- 
ited from the LSND experiment; the remainder are Hamamatsu model R5912. 
Light produced in the outer concentric veto region is detected by an additional 
240 R5912 PMTs. A typical tube is pictured in Figure 1. Light signatures 
recorded by the PMTs are used to reconstruct events within the detector. 
Leptons from charged current neutrino interactions are of particular interest, 
since these leptons tag the incoming neutrino fiavor. 

It is important to sufficiently understand the operating characteristics of the 
PMTs, since they are the only active detector element in MiniBooNE. Mini- 
BooNE uses a Monte Carlo simulation to understand the detector's response to 
neutrino interactions. This program simulates photons traveling through the 
detector from creation to detection, and models all intermediate processes. 
The geometry of all detector elements is coded into the simulation, including 
that of the PMTs. 

Photons striking the photocathode in a PMT produce photoelectrons (PEs), 
whose number is amplified via a dynode chain; the magnitude of the current 
so produced is proportional to the number of incident photons whose energy 
is above a certain threshold. A specific operating voltage must be found for 
each PMT so that all tubes have the proper gain. Gain is defined here as 
observed output charge (divided by charge per electron) per input photoelec- 
tron. The charge and timing information recorded from each PMT can then 
be used to reconstruct the events off-line. Ideally, this information, along with 
photocathode efficiency as determined by Hamamatsu, specifies exactly when 
and how many photons hit the PMT. Each PMT is tested in several ways to 
determine: basic functionality, timing resolution, charge resolution, dark rate 
and operating voltage. The operating voltage was chosen so that the gain is 
closest to the desired 1.6 x 10^ signal electrons per photoelectron. 

In addition to these global PMT tests, specialty tests were done on seven 
PMTs. In order for the Monte Carlo simulation to properly model the be- 
havior of the PMTs, it is necessary to correctly include their efficiency as a 
function of incident photon angle. The dominant effect comes simply from the 




Fig. 1. A typical phototube used in the MiniBooNE detector: an 8 inch R1408 
mounted on its wire frame. The base is coated with Masterbond (as described in 
section 2.1) before the PMT is installed into the detector. 

solid angle subtended by a PMT as a function of angle, and this is handled 
by coding an approximate PMT shape into the simulation. Any remaining 
efficiency function must be measured and entered into the code. The measure- 
ment, however, will itself contain the solid angle effects; these must be factored 
out of the measured angular efficiency to avoid double-counting. A thorough 
understanding of the angle-dependent response, time and charge resolution, 
and individual variations of the photomultiplier tubes will help accurately 
identify neutrino events within the MiniBooNE detector. 



This paper discusses the following topics. In Section 2, the technical speci- 
fications of the phototubes are described, along with the custom bases that 
MiniBooNE used. In Section 3, the tests which were performed on every tube, 
with their results, are described. In Section 4, the angular tests which were 
performed on 7 tubes are described, along with their results and a compari- 
son of these results to other angular tests. Section 5 describes the studies of 
MiniBooNE's risk of an implosion chain reaction. 



2 Technical Design of the PMTs 



Phototubes in the MiniBooNE detector satisfy the following technical require- 
ments. Their maximum dark rates lie below the response rate expected from 
cosmic rays. Their gains are high, around 10^, to be adequately sensitive. 
Their responses are reliably fast, and have a narrow enough pulse width to 
minimize response pileup. Each of these characteristics was tested; these tests 
are described in subsequent sections. 



2. 1 PMT Specifications from Hamamatsu and custom base design 



The two models (R5912 and R1408) of phototubes used in MiniBooNE differ 
primarily in their dynode structures and number of stages, and are similar in 
all the characteristics described above. 

The R5912 is a ten-dynode-stage photomultiplier tube with an 8 inch hemi- 
spherical photocathode. The base supplies the high voltages for the grids, 
dynodes, and anode, and provides the back termination in the anode circuit. 
The voltage divider chain is entirely passive, and is fabricated with carbon- 
film resistors and ceramic-disk capacitors. A single coaxial cable is used to 
provide high voltage (on the order of 1500V) and to connect the anode signal 
to the readout. The anode circuit is back terminated in 50 Vt and balanced to 
compensate for the distortion caused by the capacitive coupling in the termi- 
nation circuit. The high voltage taper is the one recommended by Hamamatsu 
(ca. 1996) for gain. A drawing of the tube dome and a diagram of the dyn- 
ode circuitry from the Hamamatsu data sheets are included in the appendix 
as Figure A.l. Figure 2 shows the printed circuitboard layout for the R5912 
custom bases. 

The R1408 is a nine-dynode-stage photomultiplier tube. Hamamatsu upgraded 
it to the R5912 at least 10 years before this publication. The circuit diagram 
for the base (designed for the LSND experiment) is shown in Figure 3. 

The detector design requires that the tubes, bases, and cables be immersed 
in oil for several years without adversely affecting the phototubes or the oil. 
To accomplish this, the bases and necks of all MiniBooNE PMTs were coated 
with the two-component epoxy EP21LV from Masterbond [4], which is imper- 
vious to and insoluble in oil. For the R1408 tubes recycled from LSND, the 
Masterbond was applied on top of the existing Hysol [5] coating. 
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Fig. 2. The printed circuit artwork and layout for the custom bases of the R5912 
phototubes. The design is a two-sided card made from epoxy fiberglass (GIO). For 
a circuit schematic, see Figure A.l. 

3 Global Testing 



The method of global testing for the PMTs has been described in detail else- 
where [6] ; a synopsis of that report is provided here. 

The purpose of global testing was to select an operating voltage which resulted 
in a similar response from each PMT, regardless of model (R1408 or R5912). 
The selected gain was 1.6x10^ electrons per photoelectron (PE). 

The testing process served to determine five characteristic data about each 
PMT: dark rate, time jitter, charge resolution, double-pulsing rate, and pulse 
shape. These data were used to sort the tubes into five categories, from best 
to worst in timing and charge resolution. Categories 4 and 5 had similar res- 
olutions, and were divided between the two categories by dark rate. These 
classifications were used to distribute tubes ranked 1 through 4 (with about 
320 in each rank) evenly throughout the tank. Category 5 tubes were used in 
the veto, where timing and charge resolution is less crucial but low dark rate 
is important. 



3.1 Global testing: apparatus 



Figure 4 shows a schematic of a single tube in the test setup. The full setup ac- 
commodated 30 R1408 PMTs and 16 R5912 PMTs. Tubes were dark adapted 
for 12-24 hours. After this, tube responses were recorded using an automated 
VXI readout system. Fiber optic cables located about eight inches from the 
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Fig. 3. Schematic diagram of the base used for the R1408 photomultipher tube 

face of each tube transmitted a steady stream of pulses from an LED pulser. 
A diagram of a signal tube setup is shown in Figure 4. 




signal 



LED 



Fig. 4. The test setup used to measure the response of PMTs at low light levels (not 
to scale) . The pulse is picked off the high voltage line shown in the left side of the 
figure. 

The output pulse was sent to the VXI electronics, where the waveform was 
digitized (Fig. 5). Different delays were added to the LED trigger to center the 
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Fig. 5. A schematic of the PMT testing facility data acquisition system. The PMT 
responses to an LED pulser are aquired from the HV input and analyzed in the VXI 
crate (from ref. [6]). 



captured waveform in the time windows (Fig. 6). The pulses were digitized over 
512 channels at a rate of 5 giga-samples/sec using the Tektronix oscilloscope 
inside the VXI crate. 
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Fig. 6. Single photoelectron waveforms from the R5912 (left) and R1408 PMTs. 
Typical pulse widths were ~100 channels or ~20 ns. Each time window was 100 ns 
long. 



3.2 Global testing: procedures and data handling 



The testing data were acquired in two modes. First, the dark rate rates were 
collected by recording the noise rates measured at a range of operating volt- 
ages, with no light source. Second, the PMTs were illuminated by an LED 
light source whose wavelength was 450 nm (corresponding approximately to 
the Cerenkov frequency of the oil). The source flashed at a rate of 1 kHz; the 
width of each pulse was 1 ns. PMT responses to 600-1000 LED flashes were 
used to determine the operating voltage for the required gain. This procedure 
also allowed both the charge and time resolutions, and pre- and post-pulsing 
anomalies to be studied. 



3.3 Global testing: results 



Each PMT was tested to determine its operating voltage, as well as its gain, 
dark rate, charge resolution, timing resolution, and double pulsing rate. The 
results of the later five measurements are reported below. 



PMT gain corresponds to the mean number of electrons produced by the 
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Operating Voltages 



Fig. 7. Distribution of operating voltages for PMTs in the detector (from ref. [6] 
phototube in response to one PE. This was determined using the equation 
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where Qtot is the total charge from the PMT for all pulses with response past 
threshold, A^ is the number of responses past threshold, and /x is the light level. 
Total charge was computed by summing up charge in the main PMT pulse 
for all responses with in-time pulses that pass threshold, excluding double 
pulses. The second factor is the reciprocal of the average number of PEs seen 
by a PMT for a given light level, /i, (excluding zero responses) predicted from 
Poisson statistics. The voltage was selected in order to obtain a gain of 1.6 x 10^ 
electrons per PE. The distribution of operating voltages at which the PMTs 
run in the detector is shown in Fig. 7. 

Dark rate is defined as the number of pulses larger than 3 mV in one second. 
The experiment required that the tubes operate with a dark rate below 8 kHz 
in the main tank and below 4 kHz in the veto. Dark rates were measured over 
a range of voltages, from several hundred volts below suggested operating volt- 
age up to operating voltage and above. Plots of dark rate versus voltage, or 
plateau plots, serve as a measure of PMT quality. The PMTs are operated 
on the plateau, where dark rate does not change significantly as the operat- 
ing voltage increases. The R1408 PMTs were found to have poorly defined 
plateaus, but they were considered acceptable if the dark rates had a steady. 
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Fig. 8. Distribution of PMT charge resolutions (from ref. [6]). 

shallow rise when the operating voltage was increased. 

The charge resolution, a^ is determined from the width of the peak in the PMT 
response corresponding to one PE. The distribution of charge resolutions for 
all PMTs is shown in Fig. 8. 

The time jitter in the measurements is dominated by the timing resolution of 
the PMTs; the timing resolution of the oscilloscope was found to be negligible. 
The distribution of timing resolutions for all PMTs is shown in Fig. 9. 

Pre- and post-pulsing, where the main PMT pulse is preceded or followed 
by additional small pulses, is a known effect in the types of PMTs used on 
MiniBooNE [6]. Pre-pulsing was observed in only four R1408 tubes, which 
were rejected. Post-pulsing occurs in two different time intervals: between 8- 
60 ns after the main pulse, and 100 ns-16 /xs after the main pulse. MiniBooNE 
is concerned about the first case ("early post-pulsing"), because data in the 
detector are recorded in 100 ns intervals, making it unlikely that the second 
case will contaminate events. Early post-pulsing can begin when an electron 
accelerated to the first dynode starts a typical cascade, and causes another 
electron to be ejected from the first dynode. This second electron can move 
around the inside of the PMT dome before settling back to the first dynode 
and initiating a second cascade, which becomes the post-pulse. Hamamatsu 
reports that R5912 and R1408 PMTs are expected to have early post-pulses in 
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Fig. 9. Distribution of PMT time resolutions. 



3% of the responses from every tube. MiniBooNE observed higher rates. PMTs 
were required to have a double-pulsing rate of < 6% for the R5912 PMTs and 
3% for the R1408 PMTs at the time of installation. The distribution of PMT 
double-pulsing rates for all PMTs is shown in Fig. 10. 



4 Angular Testing 



Extensive specialized testing was done on seven phototubes to explore the 
behavior of other important parameters, especially the dependence of the PMT 
response on the angle of the incoming light. The data from R1408 and R5912 
tubes were kept separate until the final analyses. The main objective of the 
angular tests was to find how the response of the PMTs depended on the 
angle of incident light. There were three additional tests. One tested a few 
tubes at various voltages. Another rotated the tubes about two orthogonal 
axes arbitrarily labelled "yaw" and "pitch" to test the assumption that the 
tubes are rotationally symmetric. The last tested tubes in air, without the oil 
present in the other tests. 
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Fig. 10. Distribution of PMT double-pulsing rates. 
4-1 Angular tests: apparatus 



The apparatus used for these tests is designed to rephcate as closely as pos- 
sible the characteristics of the MiniBooNE detector, on a much smaller and 
more manageable scale. The central part of the apparatus is a 40 gallon, 
stainless steel tank, painted on the inside with the paint used in the detector 
tank: a primer and black top coat. The primer is Hydralon P water-based 
epoxy primer (Sherwin Williams E72AC500/V66VC503 Hydralon P water- 
based epoxy primer), and the black topcoat is a flat black moisture cure 
aliphatic polyurethane chemical agent resistive coating (F93B102 Flat black 
moisture cure polyurethane). The tank can be filled with MiniBooNE oil when 
tests require it. It houses a single PMT, which can be rotated along the po- 
lar or azimuthal angle of the tube, using two precision rotary tables, one for 
pitch and one for yaw with respect to the table. The tubes were fixed to these 
tables with an arbitrary rotation, so "pitch" and "yaw" refer only to the me- 
chanical apparatus and not any characteristic of the tubes. These tables have 
externally-coupled mechanical controls which allow the phototube position an- 
gle to be changed without opening the tank and exposing the tube to light. 
A 10.25 inch diameter window at the front of the tank allows the tests to 
simulate the light in MiniBooNE events by propagating the light several me- 
ters before it strikes the phototube. Because of this window, the entire testing 
room must be kept dark throughout each test. 
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The light source is a PicoQuant PLS 450, a sub-nanosecond pulsed LED. Its 
center wavelength is 460 nm, with 50 /iW average power at 40 MHz, approxi- 
mately 30 nm spectral width, and typically 800 ps pulse width. It was used in 
10 second sample periods at about 10^ Hz. The light was filtered to produce 
a low- intensity beam (<1 photoelectron per pulse). The light was directed 
through an optical cable to face the tank from a distance of approximately 
3 meters. The light from this source makes a cone with half-angle about 23°, 
with greatest intensity along the centerline. The 3 m distance is great enough 
that one can assume that the entire face of the tube is uniformly illuminated 
with light in parallel rays. 

The signals from the tube in the testing tank can be read out via an oscil- 
loscope/GPIB card, or via the MiniBooNE data acquisition system. For the 
angular tests, a specialized data aquisition system was used (Fig. 11). The 
signal from the tube in the tank is amplified by a factor of 100, sent to a 
discriminator with 30 mV threshold, and finally put into coincidence with the 
delayed sync out signal from the LED pulser. The number of coincidences and 
the number of input light pulses each go to a scaler; they are then recorded 
and used to calculate the relative efficiency. 



di scriminato r 
out 



coincidence 




108 ns 
delay 



Fig. 11. Testing tank data acquisition system block diagram. [7] 

The tank is magnetically shielded with a /x-metal box. This was done because 
ambient magnetic fields (e.g., the Earth's) can influence the relative efficiency 
of the tubes, and thus rotation within these fields may change the shape of 
the relative efficiency results. To see if ambient magnetic fields could have 
a significant effect, the tank was rotated (while holding the configuration of 
the tube and internal light source constant). The resulting effect was smaller 
than (but on the same order as) the angular dependence. When the tank was 
shielded and the same tests were performed, this dependence on orientation 
within ambient fields was not seen. 



4-2 Angular tests: procedures 



The apparatus detailed above was used to study relative efficiency (Erei) as a 
function of angle. Using rapid, short-duration pulses of the LED, the Erei of 
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the tube was measured at a given position by taking the ratio of the number 
of responses which coincided with LED pulses to the total number of pulses, 
with about 10^ pulses per datum. 

/coincidences out\ 

— : — = relative efficiency (Ereij 

\ pulser pulses m J 

Erei values were measured at 5° increments through the entire 360 ° of re- 
sponse, with two repetitions at each point and two rotations of the tube (from 
6 = —180° to ^ = +180° and back again) for a total of four measurements at 
each tube position. Data were recorded directly into a spreadsheet, providing 
an ongoing real-time check. 

This rotational test was performed on four R1408 and three R5912 tubes. Most 
of these tubes had been previously tested with the global testing (see Section 
3), so the expected dark rate was known, and known to be comparable to that 
for the other tubes. The global testing results also specified tube operating 
voltages. It was necessary to dark adapt each tube for at least 12 hours to 
obtain a dark rate comparable to that of the tubes in the detector, which have 
not been exposed to bright light for over three years. 

The phototubes are essentially rotationally symmetric about their central ver- 
tical axis, with variation only in the dynode structure below the main dome. 
The R1408 tubes have 'Venetian blind" style dynodes; the R5912 tubes have 
"box and line" style dynodes. No significant differences were observed when 
the dynodes at the starting position were oriented horizontally, vertically, or 
at 45°. Additionally, a test was performed on one tube varying the yaw angle 
(similar to the pitch measurements performed on all tubes); again no signifi- 
cant differences were observed. The equivalence of pitch and yaw implies that 
that the roll orientation of the tube does not affect the results. This simplified 
the measurements greatly. 

Another test was performed by varying the operating voltages by 50 V above 
and below the nominal voltages found by previous MiniBooNE tests. The gain 
variation with voltage, which determines the raaxEj-ei, was already known, so 
this test checked for variation in the shape of the Erei curve more than the 
expected variations in amplitude. None of significance was observed. 



4-3 Angular tests: results 



Plots of relative efficiency as a function of angle were made for each set of 
measurements; these are roughly bell-shaped, as one would expect from the 
shape of the tubes. Typical results from an R1408 and an R5912 (with the 
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fits as described below) are included in Figures 12 and 13. These plots are 
similar from tube to tube (see Figure 14). The parameters for the fits, as well 
as the average which will be used in the MiniBooNE Monte Carlo simulation, 
are included in Table 1. The results obtained were compared to expectations 
from the shape of the PMTs and results obtained by the SNO [8] experiment. 



4-3.1 Angular tests: results and polynomial fits 

Because the PMT rotator mount inside the tank does not precisely specify 
the initial angle, maxEj-ei is found for each curve; the angle corresponding 
to maxEj-ei is assumed to correspond to ^ = 0. Each plot's horizontal axis 
is shifted accordingly before the plots are compared. Each y-axis is scaled to 
maxErei = 1. An initial quadratic fit is performed on the central points of 
each plot to determine the horizontal shift. A 6-degree polynomial fit is then 
performed on each plot in the region 6 = —150° to ^ = 150°. Outside of this 
region, statistics were significantly lower, making the data less comparable 
from tube to tube. The fit polynomial is forced to be symmetric by employ- 
ing only even powers of the incident angle. The polynomial coefficients are 
varied to minimize the x^- Finally, before comparing the functions, each fit is 
normalized by dividing by its constant term (which equals maxi^^eO' forcing 
max Erei = 1- The results of the fits are shown in Table 1 and superimposed 
on Figures 14 and 18. 

The errors on these data are dominated by tube-to-tube variation. The tests 
on each tube individually had very high statistics, typically around 2 x 10^ 
light pulses at each measured angle, and about 600 000 responses at central 
angles or 4 000 at extreme angles (where the tube was facing backwards). 
Thus, to describe the error, it is more important to look at the relatively 
large differences between data sets from different tubes. This was done by 
examining the parameters of the fits. The average of the seven fitted values 
of each parameter and their standard deviation from that average are given 
in Table 1. Figure 14 compares each PMT to the average fit, and deviations 
from the average fit are shown in Fig. 15. 

The even-polynomial fits are sufficiently accurate and consistent for the R1408 
tubes. For the R5912 tubes, the fits are less accurate on one side (see Figure 
13). To describe this difference, several other fits of the R5912 tube data were 
attempted. The main attempted non-symmetric fits used a different 5-degree 
polynomial for angles above or below zero, requiring only that they meet at 
^ = 0. The same horizontal shift and raax Erei were used for this fit as for the 
initial, even polynomial fit. However, it was found that the variation between 
individual tubes was larger than the average difference between R5912 tubes 
and R1408 tubes, so the even polynomial fit was used for all tubes. 
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Fig. 12. A typical data set from an R1408 tube (19s3) with its symmetric polynomial 
fit. This fit uses the horizontal shift and maximum relative efficiency found from 
the initial quadratic fit. 

4-4 Angular tests: comparison to predictions and to SNO data 



MiniBooNE's relative efficiency angular data were compared to several geo- 
metrical models, and to data from previous tests from the Sudbury Neutrino 
Observatory (SNO) experiment [8]. The three geometrical models assumed the 
photocathode was a flat disk, a hemisphere, and the shape from the Hama- 
matsu technical specifications. The data from SNO were taken from tests on 
two R1408 PMTs in air and water, for a total of four tests. The PMTs in 
their detector are all Hamamatsu R1408 PMTs (the same as the MiniBooNE 
R1408 tubes), making comparisons with them particularly useful. These seven 
results are shown together in Figure 16. Note that all of the SNO results lie 
between the hemisphere and the ovoid shape predictions on the top and the 
flat disk prediction on the bottom. SNO used water instead of oil because the 
SNO detector contains water. 

While developing the testing procedure, one tube was tested without filling the 
testing tank with oil. The results from this test, normalized to maxErei = 1, 
were very similar to the air tests done by SNO. This comparison is shown in 
Figure 18. 
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Fig. 13. A typical data set from an R5912 tube (SA2761) with its symmetric poly- 
nomial fit, analogous to Figure 12. 



Comparisons among the angular response measurements, SNO data, and geo- 
metrical models reveal overall similarities. The present data are also observed 
to be closer to the geometrical model from the Hamamatsu ovoid shape de- 
scription than to the results obtained in either air or water by SNO. This may 
be the case because these data were taken in oil, where the index of refrac- 
tion is much closer to that of glass than either air or water, resulting in less 
reflection at the oil-glass interface. 



5 Implosion Risk Studies 



On November 12, 2001, a PMT implosion in the Super Kamiokande(Super- 
K)[9][10] detector started a chain reaction that resulted in the loss of several 
thousand tubes. At the time, the MiniBooNE detector was not yet filled with 
oil. Assessment of the possibility of a similar accident occurring at MiniBooNE 
was immediately undertaken. 
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Fig. 14. Composite relative efficiency data. The data in each series were fitted to a 
polynomial, and normalized to max Ej-ei = 1 at = 0°. The average fit is shown. 



5. 1 The Super-K detector design 



The Super-Kainiokande detector is cylindrical, 36 m tall and 34 m in diameter, 
and filled with water. Hamamatsu 20-inch PMTs line the interior on a support 
structure. They are spaced 0.8 m center to center to give 40% photocathode 
coverage in the tank. These tubes are rated for a pressure of 608 kPa (6 atm). 
When full, the static pressure at the bottom of the detector is 208 kPa (2.05 
atm). 



At the time of the accident the tank was being refilled following some mainte- 
nance work, and was approximately 2/3 filled with water. The failure began 
with the implosion of a single tube on the detector floor; the reason for this 
failure is not known. This set off a chain reaction which ultimately destroyed 
most of the tubes more than 5 m below the water line. All tubes within 5 m 
of the surface survived. 



Table 1 

Normalized parameters from all all tubes tested. The error is the standard deviation 
from the average of the seven tubes tested. These parameters are to be used in 
the following function for the Monte Carlo simulation, where 9 is the angle of the 
incident light from the tube axis measured in degrees. 



E, 



rel 



1 + 02^^ + a^e^ + aaO^. 



tube number 


02 


a4 


ae 


15s3 


-1.182x10^^ 


5.018x10-9 


-7.624x10-14 


19s3 


-1.234x10-4 


5.436x10-9 


-8.468x10-14 


20sl 


-1.162x10-4 


4.818x10-9 


-7.136x10-14 


20nl6 


-1.156x10-4 


4.725x10-9 


-6.728x10-14 


SA2753 


-1.101x10-4 


4.191x10-9 


-5.539x10-14 


SA2761 


-1.177x10-4 


4.964x10-9 


-7.552x10-14 


SA2272 


-1.264x10-4 


5.563x10-9 


-8.549x10-14 


average 


-1.182x10-4 


4.959x10-9 


-7.371x10-14 


error 


5.337x10-6 


4.583x10-10 


1.042x10-14 


% error 


4.5 


9.2 


14.1 



5.2 Comparison of Super- K and MiniBooNE implosion scenarios 



MiniBooNE has a significantly smaller (12 m diameter) spherical detector, 
using 8 inch Hamamatsu PMTs rated for 709 kPa (7 atm) pressure. The 
tubes are spaced 0.55 m center to center. The detector is filled with oil, which 
is a factor of 0.9 less dense than water. The static pressure at the bottom 
of the MiniBooNE tank is 208 kPa (4.5 atm). Each of these factors suggests 
that the MiniBooNE detector should be more resistant to a chain reaction of 
implosions than was the Super-K detector. 

A computational model to calculate the shock wave pressure resulting from 
tube implosion was developed, based upon the stored energy in an evacuated 
tube at a given depth, assuming the pulse length is the tube radius. It should 
be noted that the energy stored in an 8 inch MiniBooNE tube is over an order 
of magnitude less than in a 20 inch Super-K tube. 

The pressure on a neighboring tube when a tube at the bottom of the Mini- 
BooNE detector implodes was compared to the pressure resulting from a 
Super-K implosion at a depth of 5 m, the depth above which all Super-K 
tubes survived. It was found the pressure in MiniBooNE was 0.45 times the 
Super-K pressure at survival depth, thus indicating a safety factor of two for 
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Fig. 15. Comparison of the data for each tube to the average fit. This plot shows, 
for each tube, the percent difference between the data and the average fit (i.e., 

100 X {Erel - f{e))/f{9)). 

MiniBooNE if the tubes were equally strong. In fact, the 8 inch tubes are 
rated for a higher pressure than the 20 inch tubes. MiniBooNE is therefore 
confident that the experiment is operating with a safety factor of greater than 
two, and that an accidental implosion of one of MiniBooNE's tubes will not 
result in a chain reaction. 

A more rigorous hydrodynamic calculation was done using numerical tech- 
niques. From these calculations a somewhat greater safety factor of 2.6 can be 
inferred. 



5.3 Tests performed at Super-K and SNO 



After the Super-K accident, several tests were done at Super-K using the 
20 inch tubes. Personal communication from several Super-K collaborators 
indicate that at a depth of 30 m of water chain reaction implosions occurred, 
but at 15 m there were no chain reactions. Since the pressure at 15 m is 
significantly greater than the maximum pressure in MiniBooNE this supports 
the conclusion that MiniBooNE tubes are not at risk for this sort of accident. 
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Fig. 16. Relative efficiency predicted by assuming that the PMT is a flat disk (black), 
a hemisphere (red), or ovoid shaped as in the Hamamatsu technical drawing (fig- 
ure A.l) (blue), and the results found by SNO from testing two PMTs each in air 
(purple) and water (cyan). 



In 1990, the SNO collaboration also performed a series of tests of 8 inch PMTs 
in a water-filled pressure vessel. No chain reactions occurred at a pressure of 
608 kPa (6 atm). This test also supports the previous conclusion. 



6 Conclusion 



This paper has reported on tests of the R1408 and R5912 photomultiplier tubes 
used in the MiniBooNE experiment. We have briefly described the global test- 
ing of all tubes, described in detail in reference [6]. The main results reported 
in this paper pertain to the phototube angular tests, and to the calculation of 
implosion risk for MiniBooNE. The angular response of the tubes determined 
a sixth order polynomial function describing the angular response. Implosion 
risk calculations for the tubes in the MiniBooNE detector were described. It 
was found that the MiniBooNE detector has a large safety factor. 
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Fig. 17. Comparison of the average MiniBooNE Erei function (black curve) with 
the SNO results from testing two PMTs each in air (purple) and water (cyan) and 
the geometrical Ej.ei function based on the Hamamatsu drawing (blue points). 
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PHOTOMULTIPLIER TUBE R5912 



Figure 6: Dimensional Outline and Voltage Divider (Unit: mm) 

^202 ±5 

INPUT WINDOW 




Socket 
(E678-20A) 




H'— I— '^ ^ 



^ 



R1 :1.13Mn 
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Ra : 340kn 

R4 : 500kn 

R5 : 333kn 

R6 : IGTkn 

R7toR13 : lOOkn 

CI loC3 :0.01fiF 

C4, C5 : 0.0047^F 



HAMAMATSU PHOTONICS K.K., Electoron Tube Center 

314-5, Shimokanzo, Toyooka-village, Iwata-gun, Shizuoka-ken, 438-0193, Japan, Telephone; (81)539/62-5248, Fax: {81)539/62-2205 

U.S.yA..I-lamamatsuCoipora(ion: 360 Foothill Road, P.O. Box 6910, Bridgewater. N.J. 08807-0910, U.S.A., Telephone: (1)908-231-0960. Fax: (1)908-231-1218 

Germany; Ham amatau Photonics Deutschland GmbH: Arzbergerstr. 10. D-82211 Herrsching am Ammetsea, Gatmani', Telephone: (49)8152-375-0, Fax: (49)8152-2658 

France; Hama mats u Photonics Franca S.A.R.L: 8, Rus du Saule Trapu, Pare du Moulin de Massy, 91882 Massy Cedex, France, Telepticne: (33)1 69 53 71 00, Fax: (33)1 69 53 71 10 

United Kingdom: Hamamatsu Ptialonics UK Limited: Lough Point, 2 Gladbeck Way, Windmill Hill, Enfield, Middlesex EM3 7JA, United Kingdom, Telephone: (44)181-367-3560, Fax: (44)1 8 

Wonh Europe; Hamamatsu Photonics Norden AB: Farogatan 7,3-164-40 Kista Sweden, Telephone: (46)8-703-29-50, Fax: (46)8-750-58-95 

Italy: Hamamatsu Photonics Italia: S.R.L.: Strada della Moia, 1/E, 20020 Arese, (Milano), Italy, Telephone: (39)02-935 81 733, Fax: (39)02-935 81 741 



Fig. A.l. Technical design specifications for the R5912 phototubes from 
Hamamatsu [3]. Pubhshed with permission from Hamamatsu Photonics. 
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